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warranties of merchantability, fitness for a particular purpose, or non -

infringement. PCO further does not warrant the accuracy or  completeness of 
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6.2  GLOBAL S HUTTER  
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A1 TECHNICAL DATA 

A1.3 REAR PANEL  

SMA Inputs       (see chapter 7.1) 
 

Input (1=Exposure Trigger; 2=Acquire Enable) 
type digital 
level 3.3 V LVTTL (5 V tolerant) 
coupling DC 
impedance 1 k�
  
slew rate > 1 V/ms 
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A2 HARDWARE MOUNTING 
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A3 
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A3.2  FIRST TIME INSTALLATION  



 

39 

A3 WATER COOLING OPTION PCO.AQUAMATIC II 

A3.3
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A3.4  DIMENSIONS  
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A4.2  CAMERA LINK  
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A7 IMAGE FILE FORMATS 

A7  IMAGE  FILE FORMATS  
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A8.4  TROUBLE SHOOTING  

Use pco.camware to create logfiles for the PCO support.  
 
 
How to Create Logfiles 

 

Enable Logging  
Open ? Help
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